From: Kevin Whitehurst

To: "BryanMandalfino@mail.maricopa.gov"
Subject: July Readings

Date: Thursday, July 09, 2015 10:10:00 AM
Attachments: Arlinaton7-9-2015.docx

H2S Calibration 2014.pdf
Tonopah7-9-2015.docx
2015 Gas.1.xlsx

| have attached our Hydrogen sulfide meters calibration paperwork and an updated monthly gas
reading document

Kevin Whitehurst

Food Safety Analyst

Hickman’s Family Farms
(623)-696-1739
kwhitehurst@hickmanseggs.com


mailto:BryanMandalfino@mail.maricopa.gov

[bookmark: _GoBack]The following thirty minute average was taken out at Hickman’s Family Farms Arlington Facility on July 9th, 2015. The sampling spot was at the house Southwest of the Arlington Facility. The winds were out of the East by Northeast at 3 miles per hour. The thirty minute average was .007 PPM.
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Kevin Whitehurst, Hickman's Family Farms Food Safety Analyst








ARIZONA INSTRUMENT LLC

3375 N. Delaware St., Chandler, AZ 85225
(800) 528-7411 » (602) 470-1414
www.azic.com « customerservice@azic.com

Certification of Instrument Calibration
Arizona Instrument LLC New Unit

3375 N. Delaware Street
Chandler, AZ 85225

This is to certify that the Jerome X631 0002 Gold Film Hydrogen Sulfide Analyzer, Serial Number 2931, with Sensor Number
13-12-03-Y4D, was calibrated with standard units traceable to NIST.

Calibration Status as Received: New
Actual Calibration Gas Allowable Range
Incoming: Range 1 ppm H2S ppm H2S +/- 6%
RSD % <5%
Outgoing:  Range 1 0.513 ppm H2S 0.506 ppm H2S +/- 5%
RSD % 1.46 <3%

Calibration Status as Left: New

Estimated Uncertainty of Calibration System: 3.5%

Calibration Date: 28-Jul-2014 Recalibration Date: 27-Jul-2015
Temperature °F: 77.20 % Relative Humidity: 38.80
Approved By: n Date Approved: 06-Aug-2014

Title: Johnny Padilla - Quality Control

Equipment Used:
Permeation Tube: 56-44404 NIST#: D3609-96
Calibration Date: 11-Jul-2014 Calibration Date Due: 11-Jul-2015

DynaCalibrator: MU-1244 NIST#: 14-2438
Calibration Date: 03-Jul-2014 Calibration Date Due: 04-Jui-2015

Digital Multimeter: 84370196 NIST#: 70006660
Calibration Date: 10-Jan-2014 Calibration Date Due: 10-Jan-2015

Flowmeter: US12154960 NIST#: 1813; 1817: 1796
Calibration Date: 03-Jan-2014 Calibration Date Due: 04-Jan-2015

Estimated Uncertainty of Calibration: 3.5%
Calibration Procedure Used: 730-0032

Arizona Tnstrument certifies that the above listed instrument meets or exceeds all published specifications and has been calibrated using standards whose accuracy are traceable to the
NATIONAL INSTITUTE OF STANDARDS AND TECHNOLOGY within the limitations of the Instilute's calibration services, or have been derived from accepled values of natural physical
consiraints, or have been derived by the ratio type of self-calibration techniques

Disclaimer: Any unauthorized adjustments, removal or breaking of QC seals, or other customer modifications on your Jerome Analyzer WILL VOID this factory calibration, Because any of
the above acts could affect (he calibration and readings of the instrument, their certification will no longer be valid and, further, Arizona Instrument LLC WILL NOT be responsible for any
liabilities created as a result of using the instrument after such adjustments, seal removal, or modificalions

As long as a funclional test is within range, according to the procedure outlined in (he Operator's Manual, the instrument is performing correctly







[bookmark: _GoBack]The following thirty minute average was taken out at Hickman’s Family Farms Tonopah Facility on July 9th, 2015. The sampling spot was at the house northwest of the Tonopah Facility. The winds were out of the South by Southeast at one to two miles per hour. The thirty minute average was .006 PPM.
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		End 8:39 AM
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Kevin Whitehurst, Hickman's Family Farms Food Safety Analyst








H2S

		Date:		Site:		Levels (PPM)				Date:		Site:		Levels (PPM)

		2/18/15		1		0.0030				7/7/15		1		0.002

		2/18/15		2		0.0070				7/7/15		2		.019

		2/18/15		3		0.0060				7/7/15		3		.027

		2/18/15		4		0.0090				7/7/15		4		.006

		2/18/15		5		0.0020				7/7/15		5		0.001

		2/18/15		6		0.0030				7/7/15		6		.005

		2/18/15		7		0.0180				7/7/15		7		.027

		2/18/15		8		0.0210				7/7/15		8		.021

		3/30/15		1		0.0020

		3/30/15		2		0.0050

		3/30/15		3		0.0040

		3/30/15		4		0.0070

		3/30/15		5		0.0030

		3/30/15		6		0.0060

		3/30/15		7		0.0190

		3/30/15		8		0.0250

		4/16/15		1		0.0000

		4/16/15		2		0.0070

		4/16/15		3		0.0150

		4/16/15		4		0.0000

		4/16/15		5		0.0000

		4/16/15		6		0.0020

		4/16/15		7		0.0270

		4/16/15		8		0.0270

		5/27/15		1		0.0001

		5/27/15		2		0.0020

		5/27/15		3		0.0020

		5/27/15		4		0.0004

		5/27/15		5		0.0001

		5/27/15		6		0.0005

		5/27/15		7		0.0014

		5/27/15		8		0.0011
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Your User Name: Kevin Whitehurst: took multiple reading at location















































																		

Your User Name: Your User Name:
Retested half hour later

&G
32425 W. Salome Highway Arlington, AZ 85322	


&Z&F	




NH3

				Ammonia												Ammonia

		Date		Site		PPM								Date		Site		PPM

		2/18/15		1		0								7/7/15		1		0

		2/18/15		2		0								7/7/15		2		0

		2/18/15		3		0								7/7/15		3		0

		2/18/15		4		0								7/7/15		4		0

		2/18/15		5		0								7/7/15		5		0

		2/18/15		6		0								7/7/15		6		0

		2/18/15		7		0								7/7/15		7		0

		2/18/15		8		0								7/7/15		8		0

		3/30/15		1		0

		3/30/15		2		0

		3/30/15		3		0

		3/30/15		4		0

		3/30/15		5		0

		3/30/15		6		0

		3/30/15		7		0

		3/30/15		8		0

		4/16/15		1		0

		4/16/15		2		0

		4/16/15		3		0

		4/16/15		4		0

		4/16/15		5		0

		4/16/15		6		0

		4/16/15		7		0

		4/16/15		8		0

		5/27/15		1		0

		5/27/15		2		0

		5/27/15		3		0

		5/27/15		4		0

		5/27/15		5		0

		5/27/15		6		0

		5/27/15		7		0

		5/27/15		8		0

				1
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32425 W. Salome Highway Arlington, AZ 85322	
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Tonopah

						H2S		NH3								H2S		NH3

		Date:		Site:		Levels (PPM)		Levels (PPM)				Date:		Site:		Levels (PPM)		Levels (PPM)

		2/11/15		1		0.005		0				3/31/15		13		0.002		0

		2/11/15		2		0.002		0				3/31/15		14		0.002		0

		2/11/15		3		0.001		0				3/31/15		15		0.002		0

		2/11/15		4		0.002		0				4/21/15		1		0.002		0

		2/11/15		5		0.003		0				4/21/15		2		0.003		0

		2/11/15		6		0.004		0				4/21/15		3		0.002		0

		2/11/15		7		0.002		0				4/21/15		4		0.002		0

		2/11/15		8		0.006		0				4/21/15		5		0.001		0

		2/11/15		9		0.006		0				4/21/15		6		0.004		0

		2/11/15		10		0.003		0				4/21/15		7		0.004		0

		2/11/15		11		0.006		0				4/21/15		8		0.001		0

		2/11/15		12		0.002		0				4/21/15		9		0.005		0

		2/11/15		13		0.003		0				4/21/15		10		0.003		0

		2/11/15		14		0.003		0				4/21/15		11		0.004		0

		2/11/15		15		0.002		0				4/21/15		12		0.002		0

		2/12/15		1		0.004		0				4/21/15		13		0.002		0

		2/12/15		2		0.002		0				4/21/15		14		0.003		0

		2/12/15		3		0.003		0				4/21/15		15		0.002		0

		2/12/15		4		0.004		0				5/29/15		1		0.002		0

		2/12/15		5		0.006		0				5/29/15		2		0.002		0

		2/12/15		6		0.004		0				5/29/15		3		0.003		0

		2/12/15		7		0.004		0				5/29/15		4		0.002		0

		2/12/15		8		0.003		0				5/29/15		5		0.001		0

		2/12/15		9		0.003		0				5/29/15		6		0.002		0

		2/12/15		10		0.006		0				5/29/15		7		0.003		0

		2/12/15		11		0.013		0				5/29/15		8		0.001		0

		2/12/15		12		0.002		0				5/29/15		9		0.005		0

		2/12/15		13		0.004		0				5/29/15		10		0.003		0

		2/12/15		14		0.002		0				5/29/15		11		0.005		0

		2/12/15		15		0.006		0				5/29/15		12		0.002		0

		3/31/15		1		0.001		0				5/29/15		13		0.001		0

		3/31/15		2		0.002		0				5/29/15		14		0.002		0

		3/31/15		3		0.001		0				5/29/15		15		0.004		0

		3/31/15		4		0.002		0

		3/31/15		5		0.001		0

		3/31/15		6		0.005		0

		3/31/15		7		0.003		0

		3/31/15		8		0.003		0

		3/31/15		9		0.003		0

		3/31/15		10		0.004		0

		3/31/15		11		0.006		0

		3/31/15		12		0.002		0

						H2S		NH3

		Date:		Site:		Levels (PPM)		Levels (PPM)

		7/9/15		1		0.01		0

		7/9/15		2		0.014		0

		7/9/15		3		0.017		0

		7/9/15		4		0.009		0

		7/9/15		5		0.01		0

		7/9/15		6		0.017		0

		7/9/15		7		0.019		0

		7/9/15		8		0.012		0

		7/9/15		9		0.011		0

		7/9/15		10		0.006		0

		7/9/15		11		0.002		0

		7/9/15		12		0.002		0

		7/9/15		13		0.009		0

		7/9/15		14		0.008		0

		7/9/15		15		0.008		0
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41717 W Indian School Rd, Tonopah, AZ 85354	
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Tonopah Map
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INITIAL READING FOR HYDROGEN SULFIDE IN ACCORDANCE WITH THE MARICOPA COUNTY AIR PERMIT ~
This s  guide site map is NOT toscale ~ Maricopa Operation Permit Requires readings of <030+ DN Ppperhy
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